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Abstract. Measuring soil water potentials is crucial to char-
acterize vadose zone processes. Conventional tensiometers
only measure until approximately −0.09MPa, and indirect
methods may suffer from the non-uniqueness in the relation-
ship between matric potential and measured properties. Re-
cently developed polymer tensiometers (POTs) are able to di-
rectlymeasuresoilmatricpotentialsuntilthetheoreticalwilt-
ing point (−1.6MPa). By minimizing the volume of polymer
solution inside the POT while maximizing the ceramic area
in contact with that polymer solution, response times drop to
acceptable ranges for laboratory and ﬁeld conditions. Con-
tact with the soil is drastically improved with the use of cone-
shaped solid ceramics instead of ﬂat ceramics. The com-
parison between measured potentials by polymer tensiome-
ters and indirectly obtained potentials with time domain re-
ﬂectometry highlights the risk of using the latter method at
low water contents. By combining POT and time domain
reﬂectometry readings in situ moisture retention curves can
be measured over the range permitted by the measurement
range of both POT and time domain reﬂectometry.
1 Introduction
Measurement of the soil water matric potential (ψm) is im-
portant to characterize and monitor processes in vadose zone
hydrology, such as plant growth, crop production, aquifer
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recharge, and leaching below buried waste disposal sites
(Young and Sisson, 2002). Tensiometers are widely used
instruments to monitor ψm, and have been used for almost
100 years (Or, 2001; Young and Sisson, 2002). All ten-
siometers consist of three elements: a ceramic that is in con-
tact with the soil, a water reservoir in equilibrium with the
soil water, and a pressure measurement device that measures
this equilibrium accordingly. Unfortunately, water-ﬁlled ten-
siometers are only able to measure ψm above approximately
−0.09MPa, and soil physical experimental research is ham-
pered by this very limited measurement range (We will con-
sistently deploy the pressure equivalent of the matric poten-
tial).
Reece (1996) stated that ﬁeld psychrometers have a mea-
surement range between −0.5 and −5MPa when used with
sensitive instrumentation, and without temperature gradi-
ents, but did not give additional quantitative data. Agus
and Schanz (2005) on the other hand, note that thermocou-
ple psychrometers have a slow response and are subject to
signiﬁcant measurement errors above −1.0MPa. Measure-
ments of ψm between −0.09 and −0.5MPa can be done by
ﬁlterpaper, electricalresistance, inferencefromsoilmoisture
content and soil moisture retention curve, and heat dissipa-
tion methods (e.g. Noborio et al., 1999; Andraski and Scan-
lon, 2002; Agus and Schanz, 2005). These methods are not
derived from thermodynamic principles, but rely on calibrat-
ing sensor properties against known ψm (Campbell and Gee,
1986). Difﬁculties arise from the non-uniqueness in the re-
lationship between ψm and measured properties, as the mea-
sured properties also depend on other variables (for example
temperature) (Campbell, 1988).
Published by Copernicus Publications on behalf of the European Geosciences Union.1788 M. J. van der Ploeg et al.: Polymer tensiometers with ceramic cones
  27
Figures  507 
  508 
Figure 1. Polymer tensiometer (POT) design with cone-shaped ceramic containing (1) an  509 
α-Al2O3 support layer with a γ-Al2O3 membrane at the base of the cone, (2) polymer  510 
chamber, (3) rubber O-ring, (4) stainless steel ring, (5) stainless steel mounting ring, and  511 
(6) a pressure transducer. Various arrows indicate lengths in mm of components of POT  512 
(∅ is diameter).  513 
Fig. 1. Polymer tensiometer (POT) design with cone-shaped ce-
ramic containing (1) an α-Al2O3 support layer with a γ-Al2O3
membrane at the base of the cone, (2) polymer chamber, (3) rub-
ber O-ring, (4) stainless steel ring, (5) stainless steel mounting ring,
and (6) a pressure transducer. Various arrows indicate lengths in
mm of components of POT (∅ is diameter).
Attempts have been made to circumvent cavitation of ten-
siometers and to extend their measurement range. Tamari
et al. (1993) used microtensiometers that could measure un-
til approximately −0.14MPa for short time periods. Nu-
cleation particles were removed by purging the tensiometers
extensively with demineralized water, and this created the
possibility of having a metastable state of the liquid. Miller
and Salehzadeh (1993) used a stripper to remove dissolved
air from the tensiometer’s water reservoir, and could thus
reach −0.18MPa. Combining degassed water that was free
of nucleation particles with hydrophilic, polished materials
Schindler et al. (2010) reached values down to −0.44MPa.
For geotechnical applications Ridley and Burland (1993,
1999) constructed a tensiometer that measured ψm down to
−1.5MPa, unfortunately the instrument worked for a few
hours or less. This tensiometer, later studied by Guan and
Fredlund (1997) and Tarantino and Mongiov` ı (2001), re-
quired a 24h pre-hydration phase in a high pressure cham-
ber, at 4.0MPa, to dissolve air bubbles, and stopped working
as soon as cavitation occurred. The tensiometer can only be
used in the laboratory due to the elaborate preparation prior
to use.
Peck and Rabbidge (1966, 1969) were the ﬁrst to use a
polymer solution instead of water. The osmotic potential
(π) of a hydrophilic polymer causes a build-up of pressure
when the polymer is exposed to free water through a mem-
brane permeable to water but not to the polymer. Using the
subsequent drop in π as a measure for the actual ψm in the
soil, Peck and Rabbidge (1969) were able to measure down
to −1.5MPa. Their instrument, later studied by Bocking
and Fredlund (1979), suffered from gradual loss of pressure,
unkown zero drift, temperature effects and slow equilibra-
tion times. Progress on polymer ﬁlled tensiometers was not
made until a ceramic was used that greatly reduced polymer
leakage (Biesheuvel et al., 1999). Bakker et al. (2007) pre-
sented a polymer ﬁlled tensiometer that worked properly be-
yond wilting point, and found an empirical relation to predict
the remaining loss in pressure caused by diffusion of some
smaller-sized polymers through the membrane (Caulﬁeld et
al., 2003). It was also shown that by reducing the volume
of the polymer solution, the polymer tensiometer’s (POT)
response time decreased. Bakker et al. (2007) used ﬂat ce-
ramics, which provided a challenge to ensure good contact
between the soil and a POT.
In this paper we describe POTs that used ceramic cones in-
stead of ﬂat ceramics. The cones had an air entry value below
−1.75MPa, and thus they remained equally conductive un-
til the theoretical wilting point of −1.6MPa. The function of
thecones isto transfertheψm from the soil water to the poly-
mer solution with minimum water displacement. We eval-
uated their performance in soil by comparing the recorded
ψm by those derived from time domain reﬂectometry (TDR).
The soil moisture content (θTDR; note that a subscript for θ
indicates the method used to determine its value) readings
were converted to ψm using the soil moisture retention curve
(θGRAV(ψm)). TDR has gained widespread acceptance as a
standard method to measure θ (e.g. Ferr´ e and Topp, 2002),
and has served as a method to develop sensors that infer ψm
instantly (e.g. Or and Wraith 1999).
The objective of this paper is to present POT designs that
minimizethevolumeofthepolymersolutionwhilemaximiz-
ingtheceramicareaincontactwiththepolymersolution, and
that provides a solution towards contact problems between
the ceramic and the soil. We thoroughly tested the designs in
two soil types, and compared the observations with TDR-
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Table 1. Properties of polymer tensiometers (POTs) used in the evaporation boxes (EB).
POT design EB Placement Chamber depth Polymer Polymer Ceramic area in contact Ceramic surface in
in EB* (10−3m) type amount (g) with polymer solution contact with soil
(10−3 m2) (10−3 m2)
1A 1 BR 2.5 Praestol 2500 0.275 0.167 1.45
1B 2 BL 2.5 Dextran 500 0.229 0.167 1.45
2 1 BL 1.2 Praestol 2500 0.087 0.224 1.76
3A 1 TR 1.1 Praestol 2500 0.124 0.224 1.76
3B 1;2 TL 1.1 Praestol 2500 0.100 0.224 1.76
4A 2 TR 1.1 Praestol 2500 0.067 0.260 1.74
4B 2 BR 1.1 Praestol 2500 0.090 0.260 1.74
∗ Top left (TL), Top right (TR), Bottom left (BL), Bottom right (BR).
Table 2. Properties of the polymers used in the polymer tensiometers.
Polymer Polymer Average molar Percentage of Phase separation when
(trade name) type mass (kg mol−1) anionic groups dissolved in water at
Praestol 2500 Polyacrylamide 2500 1† < −35◦C‡
Dextran 500 Polysaccharide 500 0 <0◦C, >50◦C
† Davidson (1980, p. 16–2), ‡ Molyneux (1983, p. 11 Fig. 1).
derived values and the measurement range of water-ﬁlled
tensiometers. Furthermore, we investigated the possibility
of combining POT and TDR data to derive in situ moisture
retention curves (θTDR(ψm)).
2 Materials and methods
2.1 Design and operational procedures
We used a design (Table 1) that incorporated a solid cylin-
drical α-Al2O3 ceramic instead of a ﬂat ceramic (Fig. 1)
(Peck and Rabbidge 1966, 1969; Biesheuvel et al., 1999;
Bakker et al., 2007), to ensure good contact with the soil. A
2µm thick γ-Al2O3 ceramic membrane purposed to prevent
large polymer leakage (Alami-Younssi et al., 1995; Bakker
et al., 2007, De Vos and Verweij, 1998) was applied to the
base of the cones. The ceramic cone is the substrate carrier
for the γ-Al2O3 membrane, and the pores are 160nm and
2.5nm respectively. The cone’s and membrane’s air entry
value equals –1.83 and –117MPa respectively (water sur-
face tension 0.073Nm−1 and water density 998kgm−3 at
20 ◦C). The construction details were described by Bakker et
al. (2007), with the exception that their 0.2mm synthetic ring
was replaced by a rubber O-ring at the side of the pressure
transducer. This modiﬁcation eliminated undesired forces to
the top of the transducer, which might lead to deformation
and malfunctioning of the transducer. The pressure trans-
ducer had a range of −0.175 to 2.201MPa, and an accuracy
of 2.38×10−3 MPa (0.1% of the full scale), and includes a
temperature sensor (0–40 ◦C, accuracy 0.01 ◦C).
We used four variants of the design, in which the surface
area of the ceramic in contact with the soil and the surface
area in contact with the polymer chamber were varied, i.e. by
adjusting the length and diameter of the ceramic. This re-
sulted in different polymer chamber heights (Table 1). The
various POT designs (identiﬁed by a number in Table 1)
had repercussions for the level of skill required to manu-
facture the POT, and also affected its behavior. The poly-
mer chamber height (Table 1) ranged from 2.5 to 1.1mm,
which was 2 to 4 times smaller than described by Bakker et
al. (2007). We used seven POTs ﬁlled with Praestol 2500
and one with Dextran 500 (see Table 2 for speciﬁc proper-
ties). After ﬁlling, the POTs were placed in a temperature
controlled water bath ﬁlled with demineralized water for at
least 28 days at 25 ◦C±0.01 ◦C to allow the polymer to satu-
rate. Long-term behavior and pressure-temperature relation-
ships as described by Bakker et al. (2007) were determined
before using the POTs in soil. From the measurements to de-
termine the pressure-temperature relationships we could also
determine temperature response times of the various POT
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Figure 2. Design of the box used for the evaporation experiment. Ports of 20 mm held  515 
wall to wall perforated tubes that were covered with cloth. Polymer tensiometers (POTs)  516 
were placed through the 32 mm front ports, top-left, top-right, bottom left, bottom right.  517 
Time domain reflectometry wave guides (TDR probes) were placed at the back ports, one  518 
opposite of each POT. Conventional tensiometers (CTs) were placed at the front and back  519 
top middle and bottom middle 32 mm ports. Ports of 16 mm facilitated soil sampling to  520 
verify the bulk electrical permittivity-volumetric soil moisture relationship during the  521 
experiment. All measures in mm.  522 
Fig. 2. Design of the box used for the evaporation experiment. Ports of 20mm held wall to wall perforated tubes that were covered with
cloth. Polymer tensiometers (POTs) were placed through the 32mm front ports, top-left, top-right, bottom left, bottom right. Time domain
reﬂectometry wave guides (TDR probes) were placed at the back ports, one opposite of each POT. Conventional tensiometers (CTs) were
placed at the front and back top middle and bottom middle 32mm ports. Ports of 16mm facilitated soil sampling to verify the bulk electrical
permittivity-volumetric soil moisture relationship during the experiment. All measures in mm.
designs (Bakker et al., 2007). Pressure change caused by
external pressure variations were instantaneous regardless of
POT design, and are therefore not further discussed.
2.2 Evaporation experiments
To determine the ψm with POTs, the π of each individual
POT in the water bath is required as a reference. By using
the subsequent drop in pressure the positive π inside the POT
can be related to the negative ψm in the soil. For the evap-
oration experiment this reference pressure was determined
by averaging pressure measurements over 24h before the in-
struments were taken out of the water bath, and installed in
soil. We ignored the hydrostatic pressure component, since
the immersion depth (<0.2m) produced a pressure three or-
ders of magnitude smaller than π inside the POT.
We ﬁlled two evaporation boxes (EB) of
0.40×0.30×0.40mL×W×H (Fig. 2), one with sand
(97.6% sand, 1.6% silt, 0.8% clay; EB1), and the other with
loam (42.8% sand, 38.8% silt, 18.4% clay; EB2). Both
materials were sieved at 2mm, and uniformly pre-wetted.
We added soil in 5cm layers, tamped them, and raked the
upper 2cm before adding a new layer. The containers were
equipped with a perforated bottom that was covered by
a steel grid and a cloth, and with wall-to-wall perforated
PVC tubes (outer diameter of 20mm), also covered with
cloth. The perforations facilitated fast and uniform drying
of the soil. To enhance evaporation, the air humidity in the
laboratory was kept low by using an air dryer.
Each EB was equipped with 4 POTs (See Table 1 for
speciﬁc properties), 4 TDR-probes (Minitrase, Soilmoisture
Equipment) and 4 conventional, water-ﬁlled tensiometers
(CTs, Rhizo Instruments) that were installed while ﬁlling the
boxes (Fig. 2). We used 3-rod TDRs with 8cm long, 0.32cm
diameter rods spaced at 1.4cm, which gives an approximate
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Table 3. Temperature and rewetting response times for the various POT designs.
Temperature response time in hours averaged Rewetting response
across the number of experiments (N) per temperature change† times in days‡
POT design 5◦C drop 2.5◦C drop 5◦C rise 2.5◦C rise In evaporation box 1 In a water bath
1A 2.76 (6) – 2.54 (6) – 3.98 –
1B – 0.576 (2) – 1.13 (2) – 0.668
2 0.576 (6) – 0.336 (6) – 0.503 –
3A 0.816 (6) – 0.672 (6) – 0.615 –
3B 0.816 (6) 0.792 (2) 0.480 (6) 0.480 (2) 0.600 0.140
4A – 0.240 (2) – 0.168 (2) – 0.203
4B – 0.336 (2) – 0.288 (2) – 0.564
† See Bakker et al. (2007) for details, ‡ Response time deﬁned as the period between the onset of rewetting and the time at which the observed pressure change equaled the
measurement noise.
measurement volume of 250cm3 (Ferr´ e et al., 1998; Huis-
man et al., 2001). The POTs and TDRs were placed opposite
to each other; the CTs were placed in between. The CTs con-
tained a gas stripper that was connected to a vacuum pump
(Miller and Salehzadeh, 1993) to prevent formation of air
bubbles inside the instrument. During the evaporation exper-
iment, the POTs, TDRs and CTs had a measurement interval
of 10min. EB1 (sand) was gradually saturated from the bot-
tom by placing the box in a larger, water tight encasing, and
adding non-chlorinated tap water at 1cmh−1 (with a max-
imum of 8cmd−1) for seven days, then leaving the set-up
water-logged for two days before opening an outlet in the
outer casing to drain the sand. EB2 (loam) was similarly sat-
urated at a rate of 2cmh−1 (with a maximum of 12cmd−1)
for four days, and drained six days later. Upon drainage the
soil volume in EB2 reduced 2.5% in the vertical direction.
The inﬂuence of salts of the tap water and in the original
soil solution on the osmotic potential inside the POTs was
assumed negligible.
After some time the drying process slowed down in EB1.
We therefore placed a small ventilator in front of the box fac-
ing the outlets of the PVC tubes 42 days after drying com-
menced. A similar ventilator was used for EB2 during the
entire experiment. Soil samples of 20cm3 were taken dur-
ing the experiment to establish a soil speciﬁc relation be-
tween the volumetric moisture content (θ) and measured di-
electric permittivity of the TDRs. At the end of the experi-
ment EB1 was moistened from below by controlling the wa-
ter level at the bottom of the container for 7 days to verify
the response of the POTs, then gradually saturated in 3 days.
Since some soil volume reduction was observed in EB2, it
was not rewetted to prevent density changes due to possible
soil swelling, and to observe cracks as a result of shrinkage.
No cracks were observed, which suggest the reduction in soil
volume was a results of soil setting during drainage. For EB2
the POTs were taken out of the soil, and placed back into
the temperature controlled water bath. POT responses were
recorded before, during and after the transfer from the soil to
the water bath. After the evaporation experiments, pressure-
temperature relations were again determined for all POTs, to
monitor possible changes in the chemical properties of the
polymer solutions.
We obtained 100cm3 undisturbed soil cores from both
boxes to determine the θGRAV(ψm)-curve (N =16 for EB1;
N =14 for EB2) and the bulk density (N = 16 for EB1; N=18
for EB2) (Dirksen, 1999; Grossman and Reinsch, 2002). For
ψm between –2×10−4 and –1×10−2 MPa, we placed the
soil cores in a hanging water column set-up (Romano et al.,
2002), and related θGRAV to ψm in the center of the sample
(sample height 5cm). For ψm < –1×10−2 MPa we used the
pressure plate method with 0.5cm high samples ﬁlled with
disturbed saturated soil (Campbell, 1988; Dirksen, 1999;
Dane and Hopmans, 2002). The obtained θGRAV from these
measurements were converted to volumetric θ, by using a
constant density for water (1000kgm−3), and the bulk den-
sity from each soil sample previously used in the hanging
water column set-up (Topp and Ferr´ e, 2002).
To determine in situretention curves, each POT waspaired
withanoppositeTDR(Fig.2). Datawerepairedaccordingto
measurement time. Differences between the internal clocks
of the POTs and TDRs were negligible. We assumed that for
each TDR-POT pair, instrument location in the tank and the
different measurement volumes of both instruments did not
affect the shape of the retention curve. To ﬁt the gravimetric
measurements from soil cores we used a linear interpolation
for EB1 due to the nature of that retention curve, and the van
Genuchten equation for EB2 (1980).
Because we initially saturated the soil, the resulting mois-
ture retention curve is the main drainage curve (Dane and
Hopmans, 2002). This retention curve was subsequently
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Figure 3. Development of the matric potential ψm of polymer tensiometer 3B (POT3B)  529 
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Fig. 3. Development of the matric potential ψm of polymer ten-
siometer 3B (POT3B) and moisture content θ (TDR1) in time for
evaporation box EB1 (a) and EB2 (b).
usedtoconvertθTDR observationstoψm tocomparethePOT
readings independently.
3 Results
3.1 Temperature response times
Temperature response times for the various POT designs are
given in Table 3. The temperature response times include the
time it took the water bath to heat up (in case of a tempera-
ture rise) and cool down (in case of a temperature drop). For
5 ◦C increments, and depending on the temperature in the
laboratory, a temperature drop could take up to 0.408h and
a temperature rise up to 0.166h. For 2.5 ◦C increments we
could decrease cooling time to 0.166 h, and heating time to
0.084h.
Smaller polymer chamber heights resulted in shorter re-
sponse times. An exception is POT1B that had, despite its
polymer chamber height of 2.5×10−3 m, a comparable re-
sponse time with POT3B with a polymer chamber height of
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Fig. 4. Development of the matric potential ψm in time measured
by polymer tensiometers (POT), time domain reﬂectometry probes
(TDR) and water-ﬁlled tensiometers (CT) in evaporation container
1 (EB1) that was ﬁlled with sand. Each sub-ﬁgure shows a POT-
TDR pair installed opposite to one another, and the nearest CT.
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1.1×10−3 m. In POT1B the response time for the 2.5 ◦C
drop was shorter than for the 2.5 ◦C rise, whereas all other
POTs showed the opposite. This deviating behavior can
probably be attributed to the Dextran used in this POT.
POT design 3 and 4 (Table 1) show that a larger ceramic
area in contact with the polymer solution shortened the tem-
perature response time. Finally, the amount of polymer in-
side the polymer chamber had an effect on the temperature
response times. This effect could be observed in POT2,
which has a larger polymer chamber height than POT3A and
POT3B, but contained less polymer, and consequently had
shorter response times. Similarly POT 4A had shorter re-
sponse times than POT4B, even though the chamber depth
and the ceramic area in contact with the polymer solution
were equal.
3.2 The soil drying process
The initial θTDR in EB2 was higher compared to EB1; this is
probably an effect of soil repacking (dry bulk density of EB1
1504kgm−3 (N=16); of EB2 1366kgm−3 (N=18)). Aver-
age reduction in θTDR per day was 0.0067 for EB1 and 0.012
for EB2; the latter was probably higher due to the use of the
ventilator throughout the experiment. Average soil tempera-
tures were also slightly higher in EB2 (25.9 ◦C) than in EB1
(24.7 ◦C).
Figure 3 shows the development of the ψm and the θTDR
in time of EB1 and EB2. POT3B in EB1 showed a sudden
drop in pressure after 21 October 2004, whereas the same
POT3B showed a much more gradual drop in EB2. These
pressure responses are consistent with the typical retention
curves of sand (EB1) and loam (EB2). The TDR measure-
ments showed a fast decrease of θTDR by drainage of the sat-
urated soil, and a gradual decrease of θTDR as a result of
evaporation. In EB1 the placement of the small ventilator
at 1 October 2004 can be seen in the slope of θTDR around
that date. We do not know the reason of the slightly erratic
behavior around 8 September 2004.
3.3 Performance of POTs, TDRs, and CTs
Moisture content measurements (θTDR) were converted to
ψm by means of the independently determined moisture re-
tention curve θGRAV(ψm) (gravimetric measurements on soil
cores). Figure 4 illustrates the measurement range of the
POTs, together with converted θTDR measurements from the
TDR opposite of each POT, and with potential measurements
from the CTs in close vicinity of the POTs for EB1 (See
Fig. 2). Figure 5 shows a close-up of Fig. 4, within the mea-
surement range of the CT. The resolution of the POTs ex-
plains the rather noisy behavior in Fig. 5, compared to the
smooth decrease in pressure observed by the CTs. The in-
crease in pressure observed by the POTs in Fig. 5a, b and d
can probably be attributed to the concentration of the soil so-
lution, which increases as a result of evaporation. We do not
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Fig. 5. Development of the matric potential ψm in time (detail
of Fig. 4) measured by polymer tensiometers (POT), time domain
reﬂectometry probes (TDR) and water-ﬁlled tensiometers (CT) in
evaporation container 1 (EB1) that was ﬁlled with sand. Each sub-
ﬁgure shows a POT-TDR pair installed opposite to one another, and
the nearest CT.
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Figure 6. Volumetric moisture content θ measurements in dry soil by one of the time  560 
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Fig. 6. Volumetric moisture content θ measurements in dry soil by
one of the time domain reﬂectometers (TDR1) installed in evapora-
tion container 1 (EB1).
know the reason for the sudden pressure in- and decreases
observed by the POTs. The observed behavior of the POTs
in Fig. 5 stays within 1% of the POT’s measurement range,
and was therefore not considered problematic. Differences
between sensors were small until 7 October 2004. Then,
the converted potentials from TDR 1 and 2 started to devi-
ate from the POT and CT measured potentials, while TDR 3
and 4 still followed the trend of the other instruments. CT1
cavitated on 19 October 2004 at −0.025MPa and CT3 on 21
October 2004 at −0.082MPa. All POTs continued to func-
tion beyond the theoretical wilting point of −1.6MPa. The
horizontal stretch immediately after cavitation represents at-
mospheric pressure within the polymer chamber (zero rela-
tive pressure). The negative ψm recorded just before cavita-
tion reﬂects subatmospheric pressures. The γ-Al2O3 mem-
brane will remain saturated until 117MPa, thus blocking air
from entering the polymer chamber. Water can still leave the
polymer chamber though, and as a result the volume of the
polymer solution can become less than the chamber volume,
producing negative pressure readings.
At 1 November 2004 when the evaporation container was
moistened from below, all POTs regained their original pres-
sure within 0.7 days, except POT1A that needed almost
4 days (Table 3). When rewetting the soil with tap water, the
dried out ceramic was rewetted with water containing salts
from the tap water. Subsequently, at 15 November 2004,
small peaks in the measurements reﬂect replacement of the
POTs of EB1 in a water bath with demineralized water. The
salts in the ceramic then diffused out of the ceramic, leading
to a pressure drop in the polymer solution . This diffusion
resulted in an average pressure drop of 0.041MPa, ranging
from 0.020 to 0.052MPa. From 22–24 November 2004 we
determined the temperature response of the POTs to compare
it to the temperature response before the evaporation experi-
ment. No signiﬁcant changes were found.
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Fig. 7. Development of the matric potential ψm in time measured
by polymer tensiometers (POT), time domain reﬂectometry probes
(TDR) and water-ﬁlled tensiometers (CT) in evaporation container
2 (EB2) that was ﬁlled with loam. Each sub-ﬁgure shows a POT-
TDR pair installed opposite to one another, and the nearest CT.
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Fig. 8. Moisture retention curves of EB1 for the paired polymer ten-
siometers (POTs) and time domain reﬂectometers (TDR) together
with gravimetric data from soil cores, and ﬁtted retention curve.
The minus sign of the matric pressure values (ψm (MPa)) has been
omitted.
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Fig.9. Moistureretentioncurves(detail)ofEB1forthepairedpoly-
mer tensiometers (POTs) and time domain reﬂectometers (TDR) to-
gether with gravimetric data from soil cores, and ﬁtted retention
curve. The minus sign of the matric pressure values (ψm (MPa))
has been omitted. For complete curves see Fig. 8.
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In EB1, the TDRs all started to show very noisy converted
ψm after 20 October 2004, when the soil had dried consid-
erably. This was due to the very low θTDR (Fig. 6). Even
limited noise in θTDR-values is magniﬁed in the derived ψm-
values in the steep dry end of the moisture retention relation-
ship.
For EB2, the comparison between POT, TDR and CT
(Fig. 7) shows the same trends as in EB1; in the beginning all
measurements were close, converted potentials of the TDRs
started to deviate around 7 February 2004, and CT and POT
data were in good agreement until the CTs cavitated; CT1
on 13 February 2005 at −0.083MPa, and CT4 on 15 Febru-
ary 2005 at −0.050MPa. All POTs functioned beyond wilt-
ing point. After the experiment, when we placed the POTs
in the temperature controlled water bath, all POTs regained
pressure within 0.7d (Table 3). Comparison of the rewetting
timesofPOT3Binthesoilandthewaterbathindicateafaster
pressure recovery in the water bath. The slower recovery in
the soil probably stems from the wetting front that traveled
upwards through the soil, and the available water ﬂux at the
interface between soil and ceramic. Temperature response of
the POTs in EB2 was not signiﬁcantly different before and
after the evaporation experiment.
For both EB experiments, the POTs showed a bump that
occurred at −1.3 to −1.7MPa (the starting point of the bump
is determined by dπ/dt=0, with t time; shown in Figs. 4, 7,
8, 9, 10 and 11 by a slightly lighter color). This would seem
to reﬂect stagnation in the decreasing ψm, but did not happen
at equal π for all POTs, thus suggesting a reason intrinsic to
individual POTs. A possible explanation could be the air en-
try values of the ceramics. If the speciﬁed ceramic’s air entry
value is the result of averaging or random testing, the actual
air entry value of an individual ceramic will deviate to some
degree from the speciﬁed value. As soon as ψm reaches the
air entry pressure of the ceramic, the soil is wetted by a small
amount of water ﬂowing out of the ceramic, thereby tem-
porarily reducing the gradient between the soil and the poly-
mer chamber. From the moment the soil is wetted by water
in the ceramic, the POT essentially measures the potential of
the partially saturated ceramic, which deviates from ψm be-
cause of the gradient that needs to be sustained to maintain
the small water ﬂux from the ceramic induced by the drying
soil. Beyond the air-entry value of the ceramic the ceramic
thus acts as an unsaturated porous medium. In this case, a
matric potential change leads to a water ﬂux into or out of
the ceramic, and deviations may be due to a time lag in the
equalization of pressure in the POT’s polymer chamber.
The TDR converted ψm showed some noise, but this did
not explain the observed difference between the TDR and
POT measurements, that was more pronounced in EB2 com-
pared to EB1. These differences will be explained by com-
paring the moisture retention curves from in situ observation,
soil core data, and water retention ﬁts.
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Fig. 10. pF curve of EB1 for the paired polymer tensiometers
(POTs) and time domain reﬂectometers (TDR) together with gravi-
metric data from soil cores.
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Fig. 11. Moisture retention curves of EB2 for the paired poly-
mer tensiometers (POTs) and time domain reﬂectometers (TDR)
together with gravimetric data from soil cores, and Van Genuchten
ﬁtted retention curve. The minus sign of the matric pressure values
(ψm (MPa)) has been omitted.
3.4 Comparison of moisture retention curves
We plotted retention curves of θTDR and the POT-measured
ψm together with soil core data and ﬁtted retention curves
(Figs. 8, 9, 10, and 11). We were interested in the dry end of
the moisture retention curve, and therefore mostly plotted on
a linear scale instead of the more conventional log scale.
From Figs. 8, 9, 10 and 11 it can be seen that in situ
and soil core data deviate slightly from each other, proba-
bly as a result of different measurement techniques. Madsen
et al. (1986) and Peck and Rabbidge (1969) also observed
discrepancies between pressure plate and other methods, al-
though these authors mostly observed moisture contents that
were higher in case of the pressure plate method, while we
sometimes observed lower moisture contents as well. Never-
theless, despite the differences in measurement volumes and
instrument location of POTs and TDRs, the in situ retention
curves approximate the retention curves determined on soil
core data.
With the observed and ﬁtted retention data we can explain
the observed differences between TDR converted potentials
and the POT measured potentials (Figs. 4 and 7).
In Fig. 9a, b and 10a, b, the soil core data and the ﬁt on
soil core data show slightly lower pressure values than the
in situ observations when θ is between 0 and 0.05, while in
Fig. 9c, d, and 10c, d, the soil core data and ﬁt show slightly
higher values than the in situ observations in the same range.
This explains the deviations of the TDR converted potentials
from POT measured potentials in Fig. 4, where TDR3 and 4
seem to have slightly less negative potentials from 7 October
2004, while TDR1 and 2 show the opposite. Figure 10 shows
the pF of Fig. 8, and highlights the deviations between in situ
and soil core data between pF 0 and 2. Slightly positive pres-
sure data from POTs were omitted in this ﬁgure. Due to the
limited signal resolution of the POTs noise can be substan-
tial on a pF scale. In the experimental setup, TDR probes and
the POTs were paired to maximize consistency between their
readings, which enforced an increase in the distance between
the POTs and the CTs. Thus, the CTs were placed in a dif-
ferent soil volume (surrounded by four air drains), and may
have experienced a slightly different drying regime than the
TDRs. Therefore, CT data were not included in Fig. 10.
For EB2, the deviations between in situ observations, soil
core data and ﬁts are more pronounced, and occur over the
entire range of measured potentials (see Fig. 11). In Fig. 10b,
the soil core data and ﬁtted values indicate higher suctions
than the in situ observations at a moisture content of around
0.25, and the the ﬁtted soil core observations and the in situ
observations cross around a moisture content of 0.1–0.15.
This is resembled in Fig. 7b, where the TDR converted po-
tentials are lower than the POT and CT observations from 7
to 27 February 2005, while later on the POT and TDR con-
verted potentials lie much closer. In Fig. 11a, c, the ﬁtted
soil core observation at 1.6MPa deviates as well, and simi-
larly the TDR converted potentials show larger deviations in
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Fig. 7a, c. In Fig. 11d, the ﬁtted soil core observation at a
moisture content of about 0.25 does coincide with the in situ
observations, butat1.6MPathedeviationfromtheinsituob-
servations is even more pronounced than in Fig. 11a–c, and
this can also be observed in the TDR converted potentials in
Fig. 7d.
Retention curve ﬁts have to be interpreted carefully in the
dry range of the moisture retention curve, and in combination
with the limited accuracy of TDR in dry soils highlight the
risk of using TDR converted potentials in that range.
4 Conclusions
The temperature response times of the various designs indi-
cate an effect of polymer chamber size, and ceramic area in
contact with the polymer solution. Designs that minimized
polymer chamber height, while maximizing the ceramic area
in contact with polymer solution had the shortest response
times. For all POT designs response times to regain pres-
sure by rewetting were remarkably shorter than reported by
Bakker et al. (2007). It should be noted that the reported re-
sponse times are an extreme scenario; from completely dry
polymer to fully saturated. In practice, pressure recovery will
generally be much faster.
POTs with ceramic cones have enhanced soil contact com-
pared to POTs with ﬂat ceramics; we never observed poor
soil contact. We compared four designs by testing them
in soil, and the results showed similar responses. A pre-
ferred design therefore mostly depends on the maximization
of the ceramic membrane’s surface in contact with the poly-
mer solution, and the polymer chamber’s depth (Bakker et
al., 2007). To prevent pressure differences as a result of dif-
ferent solute concentrations in soil water and water bath we
recommend the use of similar solutions before, during and
after soil experiments.
In situ moisture retention curves approximated the reten-
tion curves from soil cores. Although in situ moisture reten-
tion curves will never exceed the upper measurement limit of
POTs, pairing POT and TDR data will give a unique oppor-
tunity to study the temporal dynamics of moisture retention
curves in ﬁeld soils. Furthermore, POTs can be applied for
determination of unsaturated soil hydraulic properties over
a larger continuous range, like the estimation of the unsat-
urated hydraulic conductivity in either conventional (Arya,
2002) or novel (Schneider et al., 2006) experimental setups.
A detailed analysis of POT-measured matric potentials,
TDR-measured moisture contents, and the ﬁtted retention
curve revealed the risks associated with converting soil mois-
ture readings in dry soils to matric potentials.
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